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10 cycles to 100 ke +1 db. 
10 cycles to 50 kc +1 db. 
2000 cps to 12000 cps. 

10 cps to 600 cps. 


10 millivolts full scale maximum. 

.15 milliwatts full scale maximum. 

.04 volts minimum high frequency signal required 
or .17 volts of LF and HF energy mixed 4:1. 


.01, .03, .1, .3, 1, 3, 10, 30, 100, 300 volts RMS 
full scale. 

-40, -30, -20, -10, 0, +10, +20, +30, +40, +50 
reads from -65 to +52 dbm. 

.15mw, 1.5 mw, 15 mw, 150 mw, 1.5 w, 15 w, 
150 w full scale. Maximum continuous power 25 
watts, intermittent power to 50 watts. 


“1%, 3%, 10%, 30%, 100% full scale. 


1 megohm or 4, 8, 16 or 6002, switch selected. 
1 megohm or 4, 8, 16 or 6002, switch selected. 
4, 8, 16 or 600 fr internal load, 10,000 2 across 


external load. 
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I.M. Analyzer High Pass Filter.......... 2000 cps to 12000 cps. 

I.M. Analyzer Low Pass Filter.......... 10 cps to 600 cps. 

Sensitivity: 
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MUN ALUAICLCT: oh. sco oo ov lela ce esse se eees sho Milliwatts full seale maximum. 
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or .17 volts of LF and HF energy mixed 4:1. 
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150 w full scale. Maximum continuous power 25 
watts, intermittent power to 50 watts. 

DieAnalyaer. ss ses. oc eet ee yk hyo, 10%, 30%, 100% full scale. 
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MVAMIMeCtEr ees ee eee oe ve 4, 8-16 or 600-2 internal load; ‘10,0002 across 
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Output Impedance: 


Low and High Frequency Output......... 3000 2 (600 2 when shunted with 7502 resistor). 
Internal Generator Frequencies: 
PO vee PEQUCHC Ys Sak PUI. Of 5 ls ors. 60 cycles. 
High Frequency ..... SAA. SRR TL Be eR ae Approximately 6 kc. 
Accuracy: 
moey CT VM and Wattmeter:. <<, 2.22. 8223.): Within 5% of full scale. 
rraia  Y ZL peas oo OER Mp8 Within 10% of full scale. 
General: 
BeLCEIILOT Sie sc ee ee a eee ee ee aS Precision type. 
eee CaS Ope cee ne choral, RSME Re Le RS 4 1/2" streamlined case with 200 microampere 
movement. 
Prerersrectitier one 076 68 40.5... 0. 24.08 Germanium diode bridge. 
muperCompiement 220020255 20 Fee oe. ‘1 - 12AT7 
1 - 12AU7 
1 -~ 12AX7 
1 - 6C4 
1 - 6X4 
Be SUDA 20 sig s.d 0 + scieie « Maines bases’ ave Transformer, full wave rectifier. 
Power Requirements................... 105-125 volts 50/60 cycles 20 watts. 
SE OINS ONG Cees ies SOR e ooate a ote es 13" wide x 8 1/2" high x 7" deep. 
SEE ORO WU rern e's kc gee ee ie oar e eS oo ole 9 lbs. 
POM WVCTE Ne gr ccr ste ce vost ses 13 lbs. 
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INTRODUCTION 


The Heathkit Audio Analyzer model AA-1 is a unique instrument, logically combining the func- 
tions of three important and useful audiotest devices. Careful design allows a maximum in per- 
formance, flexibility and utility at the lowest possible cost. Care exercised in the construction 
of the instrument will be well rewarded with stable, trouble-free service. 


Functions of the audio wattmeter, high sensitivity AC VTVM and intermodulation analyzer are 
all available in one instrument, which gives the operator achanceto make a very thorough anal- 
ysis of audio equipment performance without the necessity of cluttering the workbench with var- 


ious instruments and a sometimes bewildering number of test leads. Power output, noise, gain, ~ 


overload and intermodulation characteristics can be determined quickly and accurately using the 
two sets of test leads furnished and the flexible switching system incorporated in the analyzer . 
Non-inductive load impedances of 4, 8, 16 and 600 2 are built in and can be selected for any 
function by rotating the load selector switch to the desired resistance. A high impedance posi- 
tion is also provided for stage-to-stage and other high impedance circuit analyses. 


Low and high frequencies are generated within the instrument and they can be taken out separately 
for testing purposes or mixed for I. M. measurements. 


CIRCUIT DESCRIPTION > 


A.C. VOLTMETER: Three stages are employed to provide the amount of gain required to give 
a 10 millivolt full scale sensitivity. A 12AT7 tube is connected in a cascode type circuit which 
provides very high gain with relatively low noise level. Signal is applied to the control grid 
through the input selector switch and VTVM decade. The first half of the tube acts as a con- 
ventional voltage amplifier. Its plate load is made up of the plate resistance of the second half 
of the tube and the 22 KQ resistor connected to B+. Voltage amplified .by the first half of the 
tube is connected directly to the cathode of the second half, causing it to swing exactly the same 
amount. Gain in the second half of the tube is accomplished by effectively tying the grid to ground 
through a .05 ufd condenser and isolating the grid from the cathode with a 390 K® resistor. 
Thus, the grid remains at a fixed potential while the cathode voltage is varied, causing the tube 
to act as though the grid potential were changing. Operation is much the same as a grounded 
grid amplifier. Loading for the second half of the 12AT7 is provided by a 22 KQ resistor. En- 
ergy from the second half of the12AT7 is coupled through a.05 pufd condenser to the grid of the 
meter amplifier, one half of a 12AU7 tube. Additional current amplification takes place in this 
tube and output energy is coupled to the meter rectifier through a 2 ufd capacitor. 


Two diodes are used in a half-wave bridge circuit to furnish D.C. current for the 200 micro- 
ampere meter. Current returns to ground through the 4700 2 resistors and the calibration 
control which complete the bridge. Sincethe 4700 resistors return to the cathode of the VTVM 
input stage, inverse feedback is applied. Calibration is obtained by adjusting the calibration 
control which varies the cathode resistance. A change of resistance in-the cathode of the input 
stage will change the amount of feedback and consequently, the gain. 


Most crystal diodes have a non-linear characteristic at low voltage levels causing non-linearity 
or poor decading to be evident at the low end of the meter scale. Compensation for this char- 
acteristic is provided in case it should become evident. Detector non-linearity is compensated 
for by making the meter movement non-linear in the opposite direction. Another diode and a 
variable resistor are shunted across the meter allowing adjustment of meter linearity, thus 
providing excellent decading accuracy. . 


WATTMETER: Measurement of power requires the use of the AC VITVM previously described : 
and precision compensation networks to correct the voltage in relation to the power dissipated 


in the high wattage load resistors. Since the power dissipated is related to the voltage out of the | 


input network, the meter scale can be calibrated directly in watts, or power. External or in- 
ternal loads of 4, 8, 16 or 600 © are selected by rotating the load selector switch to the desired 
position. The voltage correcting resistors are automatically connected in the correct sequence 
at the same time. Output from this network is connected to the VTVM decade or range switch. 
Power output can be read in DBM or watts on the red meter scales. 
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INTERMODULATION ANALYZER: Operating principles of an intermodulation analyzer are much 
the same as a broadcast radio. Mixed low and high frequencies are fed into the analyzer, which 
amplifies the high frequencies but rejects all low frequencies except those actually modulating 
the higher frequency. This modulated highfrequency signal is setto a pre-determined level and 
is then detected or demodulated. The remaining signalwill appear as a low frequency component 
and is passed through a low-pass filter to remove any residual H. F. component. Whatever sig- 
nal is left is intermodulation and is indicated on the meter in percentage. 


A12AX7 tube is used as a high pass amplifier. Signal is fedthrough the input switch to the level 
control through a small capacitor. Output from the control goes through another small capaci- 
tor to the grid of the first half of the 12AX7 I.M. amplifier. Small values of capacity tend to 
attenuate low frequencies without seriously affecting high frequencies. Amplification ofthe high 
frequency takes place in the first half of the tube and output is taken from the plate through a 
capacitor to an LC type high-pass filter and to the grid of the second halfof the tube. The signal 
is amplified further here and coupled to the grid of the detector through a condenser. Two res- 
istors and a potentiometer make up the gridload for the detector and this networkis used tocal- 
ibrate the analyzer. A calibrated portion of the signal is taken out of the network and fed to the 
VTVM as a reference when setting the operating level for I.M. measurement. 


One half of a 12AU7 is used as an infinite impedance or cathode follower detector for the high 
frequency signal amplified by the 12AX7. Signal is rectified or detected at the grid and any 
modulation that may be present will be evident at the cathode of the 12AU7. Some high frequency 
component will still be present, but this is bypassed to ground in the low-pass filter which fol- 
lows the cathode. Only low frequency signals are passed by the filter and output from this point 
is connected to the VIVM through-the selector switch. 

SWITCHING 
LOAD SELECTOR: Load resistances of 4, 8, 16 and 600 22 are selected as desired by rotating 
this switch. These resistances are available at all times and for allfunctions. A high Z (im- 
pedance) position is also provided for voltage and I.M. measurements in high impedance cir- 
cuits. When external loads such as speakers are to be used, correct power measurements can 
stillbe made by switching tothe proper impedance under external load. No power measurements 
can be made when the switch is in the HI Z position. 


FUNCTION SELECTOR: Ali instrument functions are selected by the FUNCTION switch. In the 
first position, the input terminals are connected directly to the VTVM decade and the instrument 
operates as a 1 megohm opal AC VTVM, unless the load selector is on one of the internal load 
positions. 


The next function is power and the output of the wattmeter voltage-correcting divider is con- 
nected to the VITVM decade. At the same time, the input terminals are connected to the input 
of the dividing network. Impedance of the dividing network is 10 KQ, so it must be disconnected 
for all other functions of the analyzer. 7 


Measurement of low and high frequency test level is done in the LF-HF test position of the 
switch. The voltmeter will accurately indicate the true amount of signal output for each fre- 
quency separately and allows the proper ratio to be set at any desired output level. Signal from 
the output is connected directly to the VTVM decade through the selector switch in this position. 


Initial adjustment for IM measurement is made with the switch in the SET LEVEL position. 
High frequency from the reference source at the grid of the 12AU7 detector is connected to the 
VTVM decade in this position. Proper level is obtained by placing the RANGE switch in the 


designated (.3 volt) position. 


In the full clockwise position, the VTVM decade is connected to the Prot of the I. M. - analyzer 
and low frequency intermodulation component is read directly on the meter. 
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RANGE SWITCH: VTVM decading is accomplished by use of the RANGE switch. This controls 
all of the functions of the AUDIO ANALYZER and the proper meter scales are marked on the front 
panel in terms of fullscale readings. Precision1% resistors are usedand decading is arranged 
so that the attenuation is 10 db per step. 

TEST SWITCH: Operating levels of the low and high frequencies can be checked individually by 
placing the switch in the appropriate position marked on the front panel. In the L. F. position, 
only the low frequency component will be available at the output terminals. Low frequency will 
also go to the meter when the FUNCTION switch is in the LF HF TEST position. When placed 
in the H. F. position, performance is the same except that only the high frequency will be avail- 
able. This switch must be in the OPERATE position at all times except when the levels are 
being adjusted or when only one frequency is being used for testing purposes. All signal to the 
FUNCTION switch is shorted out in the OPERATE position to prevent high frequency cross-feed 
interference, which can lead to misleading results. The low to high frequency ratio set by use 
of the switch will hold true when in the OPERATE position and for practically all settings of the 
OUTPUT control without the necessity of resetting the ratio. 


POWER SUPPLY 

The power supply employs a 6X4 full wave rectifier with well filtered DC output. Plate voltage 
for the rectifier and filament voltage for all tubes is furnished by the power transformer, as 
well as voltage for the low frequency signal source. Separate filtering systems are used for 
the high frequency oscillator and the analyzer to insure complete isolation. Resistors are used 
to drop the high AC rectifier plate voltage down to a level compatible with the high frequency 
oscillator and a condenser is connected between two of the resistors and ground to remove all 
harmonic content. This insures a pure 60 cycle waveform for low frequency test purposes. 


NOTES ON ASSEMBLY AND WIRING 


The Heathkit Audio Analyzer model AA-1, when constructed in accordance with the instructions 
in the manual, is a high-quality instrument capable of many years of trouble free service. We 
therefore urge you to take the necessary time to assemble and wire the kit carefully. Do not 
hurry the work and you will be rewarded with a greater sense of eS both in your instru- 


ment and your own ability. 


This manual is supplied to assist you in every way to complete the instrument with the least 
possible chance for error. We suggest that you take a few minutes now and read the entire man- 
ual through before any work is started. This will enable you to proceed with the work much 
faster when construction is started. The large fold-in pictorials are handy to attach to the wall 
above your work space. Their use will greatly simplify the completion of the kit. These dia- 
grams are repeated in smaller form within the manual. We suggest that you retain the manual 
in your files for future reference, both in the use of the instrument and for its maintenance. 


UNPACK THE KIT CAREFULLY AND CHECK EACH PART AGAINST THE PARTS LIST. In 
so doing, you will become acquainted with each part. Refer to the charts and other information 
shown onthe inside covers of the manual to help you identify any parts about which there may be 
question. If some shortage is found in checking the parts, please notify us promptly and return 
the inspection slip with your letter to us. Hardware items are counted by weight and ifa few 
are missing, please obtain them locally if at all possible. 


Read the note on soldering on the inside of the back cover. Crimp all leads tightly to the ter- 
minal before soldering. Be sure both the lead and terminal are free of wax, corrosion or other 
foreign substances. Use only the best rosin core solder, preferably a type containing the new 
activated fluxes such as Kester "Resin-Five, '' Ersin ''Multicore, '' or similar types. 


NOTE: ALL GUARANTEES ARE VOIDED AND WE WILL NOT REPAIR OR SERVICE 
INSTRUMENTS IN WHICH ACID: CORE SOLDER OR PASTE FLUXES HAVE BEEN 


USED. WHEN IN DOUBT SBOUT SOLDER, IT IS RECOMMENDED THAT A NEW 
ROLL PLAINLY MARKED "ROSIN CORE RADIO SOLDER" BE PURCHASED. 
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TESTING THE COMPLETED INSTRUMENT 


If an ohmmeter is available, check the DC resistance between pin 7 of 6X4 socket E and ground. 
The resistance should be at least 20,000 & after one minute. If lower, carefully recheck wiring 
for an error. Give special attention to the connections around 6X4 socket E, the filter condenser 
and socket B. 


Make sure that the line switch is off by rotating the I. M. ANALYZER INPUT control to its full 
counterclockwise position. Connect the line cord to a 105-125 voli 50/60 cycles AC outlet. DO 
NOT CONNECT THIS INSTRUMENT TO A DC (DIRECT CURRENT) LINE. SERIOUS DAMAGE 
TO THE POWER TRANSFORMER WILL RESULT. Do not attempt to use this instrument on a 
25 cycle source, for it will not operate and the transformer will be damaged. 


Turn the instrument on by rotating the ANALYZER INPUT control clockwise until aclick is heard. 
The filaments of all tubes and the pilot light should light. Now insert the 6X4 rectifier tube in 
socket E. Check the rectifier to see if the plates show color or the tube shows a bright violet 
glow. If so, turn the instrument off immediately and recheck the wiring for an error or short 
circuit. If any difficulty is experienced, the power should be disconnected and the steps out- 
lined under "IN CASE OF DIFFICULTY" followed. 


CALIBRATION OF THE INSTRUMENT 


Before attempting calibration, turn VTVMCAL. control Q to its extreme clockwise position and 
LINEARITY control R to its extreme counterclockwise position. Place the LOAD SELECTOR 
switch in the HI-Z position, the FUNCTION switch at VTVM and the RANGE switch to its full 
clockwise or 300 volt position. Connect a pair of test leads to the IN terminals and to the 110 
volt AC line. Connections can be made to a plugor. unused line cord or to terminal strip X2 and 
socket E2, making sure that the clips are well insulated from each other and all other parts. 
(CAUTION: The 110 volt line is dangerous. Proceed with due care.) Adjust CALIBRATE con- 
trol Q until the meter needle reads 117 volts on the 300 volt scale. If an accurate AC meter is 
at hand, the meter can be calibrated against it if there is reason to believe the line voltage is 
higher or lower than this. 


(NOTE: Never connect the input across the 110 volt line unless the LOAD SELECTOR switch is 
in the 600 Q or HI-Z position. The 4, 8, and 16 © resistors will burn out if110 volts is applied 
with the switch placed in one of these positions. ) 


To adjust meter linearity, disconnect the input from the 110 volt line. Rotate the FUNCTION 
switch to LF HF TEST and the TEST switch to LF TEST. Place the RANGE switch in the 3 or 
10 volt position and adjust the LF HF GENERATOR OUTPUT control for a reading near or at 
full scale. Write the reading down for reference purposes and do not touch the output control 
again until adjustments are completed. Move the RANGE switch up one position in a clockwise 
direction and note the reading on the correct scale. It should be exactly the same voltage as 
written down. If not, return the RANGE switch to its original setting and with the meter needle 
near full scale, rotate the LINEARITY control R until the meter moves downscale slightly. Re- 
adjust control Q until the original reading is obtained once again and repeat the procedure. Ad- 
justment is complete when good decading is obtained at all settings of the RANGE switch. In 
some cases, it may be necessary to disconnect the control entirely from the circuit in order to > 
obtain good ‘linearity. This will be necessary only in cases where an exceptionally well balanced 
pair of diodes are used in the bridge rectifier. 


No calibration of the Wattmeter is necessary since the AC VT VMis automatically corrected for 
power readings by use of precision resistors. 


I. M. Analyzer calibration is a more complex operation and may be done in many different ways. 
Basically, a signal producing 10% IM is applied to the analyzer section and after the input con- 
trol is adjusted to produce full scale reading on the 10% IM range, the IM CAL. control is set 
for full scale reading on the SET LEVEL positions of the FUNC TION and RANGE switches. 
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Before attempting to calibrate the IM Analyzer, the high and low pass filter chokes should be 
oriented for minimum hum pickup. Any hum picked up by the chokes will be reflected as erron- 
eous IM readings and will also cause excessively high residual readings on lower IM% scales. 


Adjustment is accomplished as follows: Set the LOAD switch to HI-Z, FUNCTION to VTVM and 
the RANGE switch to .3 volts to start. Remove the 12AX7 tube C from its socket. Set the LEVEL 
and OUTPUT controls to the extreme counterclockwise positions. Connect a test lead to the "hot" 
input terminal and the opposite end to terminal strip M1. Move the RANGE switch to the right 
or left as necessary to obtain a satisfactory meter indication. Rotate choke N until a minimum 
reading is obtained. This completes the adjustment of the high pass filter choke. 


Using the same control set up as before, connect the hot input lead to terminal strip Hl. Con- 
nect another test lead to the grounded input terminal and the opposite end to H3. Rotate choke 
P for a minimum reading as before, adjusting the RANGE setting as necessary to maintain sat- 
isfactory indication. This completes the adjustment of the low pass filter choke. 


It is unlikely tnat a complete null will be obtainable, but there need not be cause for concern 
since the small amount of pickup remaining after the chokes are tuned will not upset the accuracy . 
of the I.M. Analyzer. Replace the 12AX7 tube C. 


A satisfactory method of calibration, usinga minimum of equipment requires an audio oscillator 
and a pair of resistors of approximately 10 KQQ each, furnished with the kit. The signal that will 
cause 10% IM may be generated by mixing the signal from the IM generator section with the sig- 
nal from the audio oscillator in a voltage ratio of 10:1 and with a frequency difference of 60 to 
100 cycles. An alternate calibrating method is also described in case no additional equipment 
is available. 


Make up the calibrating resistor set by soldering the ends of twol0 K® and one 4.7 KQ resistors 
together as shown in Figure 15. Place the TEST switch in the HF TEST position to remove the 
60 cycle signal from the generator output, leaving only the 6000 cycle signal. 


GENERATOR 


1COO © © FREQ 
ANALYZER 2 - 
INPUT 


SET DIAL TO GIVE 
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Figure 15 
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Study Figure 15. Note that some connections are designated by the use of solid lines and some 
are represented with broken lines. Solid line connections are kept throughout the complete cal- 
ibrating procedure which follows, while broken line connections are kept only for the part of the 
calibration procedure in which they are specifically referred to by number. 


A. Make the solid line connections as follows: Connect one of the matched resistors to the hot 
output terminal and through the 4.7 KQ resistor to ground. Connect the other 10 KQ resistor 
to the audio oscillator output terminal and through the same 4.7 KQ resistor to ground. 


B. Set the FUNCTION switch to VTVM, LOAD switch to HI-Z and the ANALYZER INPUT and 
GENERATOR OUTPUT controls to minimum or extreme counterclockwise positions. Set 
the RANGE switch to 10 volts and connect the input terminal of the AA-1 to the junction of 
the three resistors, as indicated by dotted line #3 in the sketch. 
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Adjust the audio oscillator to zero beat with the AA-1 internal generator output. To obtain 
this beat, set the HIGH FREQUENCY LEVEL and GENERATOR OUTPUT controls on the 
AA-1 to maximum. Also set the output from the audio oscillator to maximum. Turning the 
audio oscillator through the 6000 cycle signal from the AA-1 willcause the meter pointer 
to swing with the beat note. 


C. After zero beat has been obtained, set the audio oscillator to a new frequency about 60-100 
cycles higher or lower. Remove connection #3. Make the two connections #1 as follows: Short 
the 4.7 K8 resistor and connect the input terminal to the AA-1 generator output. Adjust the 
HIGH FREQUENCY LEVEL and GENERATOR OUTPUT controls to give a suitable reading 
(somewhere near the maximum obtainable) on the 30 volt range. 


D. Remove connections #1 and make connections #2, shifting the input terminal lead from the 
output of the AA-1 generator to the output of the audio oscillator. Keep the short across 
the 4.7 KQ resistor. 


Adjust the output control on the audio oscillator to give the same meter deflection as obtained 
in the paragraph above but on the 3 volt range. Thus, a voltage ratio of 30:3 or 10:1 is 
established. 


E. Remove all connections #2 and make connection #3. This removes the short across the 
4.7 KQ resistor and connects the input of the analyzer to the junction of the three resistors. 
Making these connections applies the desired mixed signal to the analyzer and willresult in 
a carrier with 10% modulation at the detector in the analyzer. Set the RANGE switch to 
10% IM and the FUNCTION switch to % IM. Adjust the IM ANALYZER INPUT control for 
full scale meter deflection. Next, set the FUNCTION switch toSET LEVELand the RANGE 
Switch to the indicated SET LEVEL position (3% IM). Adjust the IM CALIBRATE control 
Z for full scale deflection of the meter. 


If an audio oscillator is not available, practical calibration of the IM analyzer section can be 
accomplished by modulating the internal high frequency oscillator with a 60 cycle waveform. To 
accomplish this, set up the instrument as follows: Set the TEST switch to HF TEST, FUNCTION 
switch to % IM, RANGE switch to 10% IM and the LOAD switch to HI-Z. The indicator line on 
the HIGH FREQUENCY LEVELand LF HF GENERATOR OUTPUT control knobs should be turned 
straight up, assuming that they have been properly indexed when installed. Adjustment of the 
output controlsis notcriticalso approximate positions are adequate. Connecta test lead between 
the hot output terminal and the hot input terminal of the analyzer. Connect another test lead 
from either of the LOW FREQ. binding posts to the cathode of the high frequency oscillator, pin 
7 of socket D. This applies 60 cycle energy to the cathode of the oscillator, modulating it approx- 
imately 6.4%. Adjust the IM ANALYZER INPUT control until the meter reads 6.4% on the 10% 
scale. Next, set the FUNCTION switch to SET LEVEL and the RANGE switch to the SET LEVEL 
or 3% IM position and adjust IM CALIBRATE control Z for a full scale reading at the SET LEV- 
EL point. Remember that using this procedure may result in an error of approximately 10% in 
indicated reading. The first calibrating procedure is recommended when high accuracy is re- 
quired. 


This completes the calibration of your AA-1 Audio Analyzer. Install the instrument in the cab- 
inet, securing with self-tapping screws through the holes in the back. 


OPERATION OF THE AA-1 AUDIO ANALYZER 


A review of the circuit description in the front of the manual might be helpful. Operation of all 
controls and circuitsis described in detail and a full understanding of instrument functions will 
greatly increase its usefulness in the audio lab. Some applications are outlined here which des- 
cribe the basic operations and some other applications are suggested with the hope that they will 
be a guide to other advanced uses ofthe analyzer. Thorough familiarity with the flexible switch- 
ing system incorporated will enable the operator to find many other uses for the unit, making 
it a very valuable and often used piece of equipment. 
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USING THE AC VTVM 


Reading Voltages: The AC voltmeter has 10 separate voltage ranges allowing measurements up 
to 300 volts RMS. Frequency response is +ldb from 10 cps to 100 ke. The markings on the 
RANGE switch refer to full scale readings. | 


When the instrument is set to the lower ranges, the meter may showa residual indication. This 
is caused by the extreme Sensitivity of the circuit. To check for zero indication, the instrument 
power plug should be reversed in the AC outlet until a minimum reading is obtained. Zero read- 
ing should be evident when the input terminals are shorted together. Any residual indication will 
have no effect on the accuracy of these ranges when readings are made, due to the low imped- 
ance nature of the circuits being tested. 


The meter scale is marked 0-3 and 0-10 for voltage measurements. When making measure- J 
ments on the .03, .3, 3, 30 or 300 volt ranges, read the 0-3 meter scale and adjust the decimal 
for the correct voltage. 


Example: Using the .03 range, the meter reads 2. For correct voltage, move the decimal point 
two places to the left, i.e. .02 volts. 


When making measurements on the .01, .1, 1, 10 or 100 volt ranges, read.the 0-10 meter range 
and adjust the decimal for the correct voltage. 


Example: Using the .1 volt range, the meter reads 6.4. For correctvoltage, move the decimal 
two places to the left, i.e. .064 volts. 


Due to the high sensitivity of the instrument, the input terminals should not be touched when the 
meter is set for the lower ranges. Stray electric fields, picked up by the human body will de- 
flect the pointer beyond full scale. Repeated banging may bend the pointer. 


Although the pointer may bend by overloading, the electronic circuit is self-limiting. Because 
of this self-limiting, the maximum current through the meter movement under extreme overload 
conditions is yet within the safety factor of the meter coil windings. Although the meter may not 
burn outfrom severe overloading, other circuit components can be damaged by prolonged over- 
loads. 


Using the Decibel Scale: Because the human ear does not respond tothe volume of sound in prop- 
ortion to the signal strength, a unit of measure called the "'bel'' was adopted. The "bel"'is more 
nearly equivalent tohuman ratios. Normally the reading is given in 1/10 of a''bel" or "decibel." 
Different signal levels are adopted by various manufacturers as standard or "0" decibels. The 
trend within the last few years has been toward the use of 1 milliwatt into a 600 2 load as'"'0"'db. 
This reference has been given a special designation of ''dbm."' This Heathkit is calibrated to 
read in ''dbm"' when connected across a 600 2 load. 


When using the AA-1 for db measurement, adjust the RANGE switch until there is a reading on 
the decibel scale. The meter reading is then either added to or subtracted from the range ind- 
ication. 


Example: Range +20 db, meter indicates -5 db, actual value is +15 db. 
Range -10 db, meter indicates -4 db, actual value is -14 db. 


Since the decibel is a power ratio orvoltage ratio, it may be used as such without specifying the 
reference level. Thus for instance, a fidelity curve may be run on an amplifier by feeding ina 
signal of variable frequency but constant amplitude. At a reference frequency of say 400 cycles, 
make an initial reading on the AC voltmeter, connected to the output. A suitable load, such as 
. a speaker or the built-in resistors should be connected to the amplifier output during the test. As 
the input frequency is varied, amplitude held constant, the output level variation may be noted in 
db above and below the specified reference level. 
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When making comparative measurements, the circuit impedances must be considered. Such is 
the case when measuring overall gain through an amplifier. If the input impedance is the same 
as the output impedance, the db gain can be measured directly with the AA-1. In the case where 
the input and output impedance differ, it is necessary to correct each reading mathematically 
to a common reference level. 


Complex Waveforms: This instrument, like most AC voltmeters, is calibrated to read the Root 
Mean Square (RMS) value of a pure sine wave. This is 70.7% of the peak voltage. 


As characteristic of most rectifier type instruments, the meter deflection is proportional to the 
average value of the input waveform. Thus when measuring oddly shaped waves (square, saw- 
toothed, pulse), the meter reading must be given special interpretation. Special reading on this 
subject will be found in the bibliography. 


SETTING UP INSTRUMENT AS AC VOLTMETER 


Three switches are used to make AC voltage measurements. These are the LOAD, FUNCTION 
and RANGE switches. The TEST switch should always be in the OPERATE position when the 
VTVM is used, unless single frequency measurements employing one of the internal generators 
are being done. Set the FUNCTION switch to VIVM, the LOAD switch to the desired impedance 
(4, 8, 16 or 600 2 int. or ext. if used at the output of an amplifier, HI-Z if used at other points) 
and the RANGE switch to the necessary voltage. Read the voltage from the second ring from 
center on the RANGE switchand the meter. Test leads are connected to the analyzer input, with 
the bottom or ground lead connected to ground in the unit under test and the top or "hot" lead to 
the appropriate test point. 


AC VTVM APPLICATIONS 


AC voltages atany point in practically any type of circuit can-be measured with the VITVM. Fil- 
ament voltage, power line voltage, noise,output and gain measurements can be made quickly and 
accurately by connecting the test leads across the point where information is desired. Voltage 
gain is measured stage by stage or overall by measuring input voltage versus output voltage, 
dividing the output by the input voltage. Checks at the secondary of an output transformer for 
voltage gain are not feasible however, since the last stage in a power amplifier provides power 
gain at low impedance, rather than voltage gain. 


Ripple on the output of power supplies can be measured by connecting the input of the analyzer 
across the supply. If the voltages encountered are relatively high, a .01 or .05 ufd condenser 
should be connected in series with the test lead and input, to keep DC off of the VIT'VM decade. 


Amplifier noise measurements are made by running the amplifier to full output power ata refer- 
ence frequency such as 400 or 1000 cycles and then turning off the signal source, leaving it con- 
nected to the amplifier input. The reading in volts or db should be noted at full output and read 
again after the signal source is killed. The difference between the two readings is the noise 
output level in volts or db below the specified output. 


USING THE WATTMETER’ 


The model AA-1 has seven separate wattage and dbranges allowing measurements up to 50 watts 
(on the 150 watt range) and+47 db. The markings on the switch refer to full scale power readings . 


. To read power output from an amplifier, the FUNCTION switch must be set to the OUTPUT pos- 
ition and the LOAD switch set to one of the impedances under internal or external load. The 
appropriate internal load resistors will be connected to the amplifier output if the switch is in 
one of the internal load positions. If an external load such as a speaker is used, the switch 
should.be set to the appropriate position under EXT. load. Power ranges are selected by use of 
the RANGE switch, reading the outer ring. Note that the red meter scales are read ts power 
output and db when the FUNCTION switch is in the output position. 
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Example: The amplifier has a16 Q output. Connect the ground side of the amplifier to the bottom 
terminal of the analyzer input. The "hot" side of the output transformer secondary winding is 
connected to the upper of "hot'' input terminal. Set the LOAD selector switch to the 16 Q INT. 
load position and the RANGE switch to150 watts. DO NOT USE AN EXTERNAL LOADRESISTOR 
OF ANY TYPE. PROPER LOADING IS MAINTAINED WITHIN THE INSTRUMENT. Amplifier 
power output will be indicated directly on the meter. Rotate the RANGE switch to the left as 
necessary to give satisfactory meter deflection. - | j 


Indication of power output is obtained by connecting the output of a sine wave audio oscillator to 
the amplifier input. The power output will be indicated directly on the output scale. If necessary, - 
turn the RANGE switch to the left until adequate deflection of the meter needle is obtained. 

Measurements can be made.at 60 and 6000 cycles by use of the AA-1 internal generators, or at 

other frequencies if an audio oscillator is employed. 


For best results, the RANGE switch should always be set to give an approximate center scale 
reading. This will maintain a higher degree of accuracy, since the readings will be close to the 
calibration point. 


CAUTION: The load resistors arerated at 24 watts continuous power dissipation. Powers above 
this up to 50 watts can be handled safely only if the power is applied intermittently. Do not use 
at power levels higher than 25 watts for periods exceeding three minutes. 


To obtain 60 cycles for testing purposes from the AA-1, set ae TEST switch to the LF» TEST 
position and connect the output of the analyzer to the input of the amplifier. Output level can be 
controlled by use of the LF HF GENERATOR OUTPUT control. If 6000 cycles is desired, ob- 
serve exactly the same procedure, except thatthe TEST switch will be in the HF TEST position. 

Additional control of high frequency level can be obtained with the use of the HIGH FREQUENCY | 
LEVEL sep 


Maximum annlitien power output is obtained when the meter needle fails to deflect further when 
the amplifier input is increased. For best indication, an oscilloscope should be connected across 
the analyzer input terminals, for the scope will show distortion and overload before the meter 
will. Output of an amplifier will sometimes increase beyond the overload point, but the addi-. 
tional power consists mainly of distortion products. 


Noise measurements can be madeas before, by noting db atfull output. The audio sourceis then 
turned off and the RANGE switch turned to the left until a reading is obtained, if any. Again, 
note the db reading. Subtract the noise reading from the full power reading, which will give the 
- noise below full power output. In the case of exceptionally quietamplifiers, it may be necessary 
to take advantage of the wider range of the AC VTVM in order to obtain a satisfactory reading. 

Where this is the case, observe the instructions under AC VTVM APPLICATIONS. 


Frequency response and power curve measurements are easily accomplished using the AA-1 
wattmeter section. Again, the audio generator should be connected to the amplifier input. If 
possible, the output of the audio generator should be metered to insure constant output level. 
The output of the amplifier connects to the analyzer input as before. Set the audio oscillator and 
amplifier to the desired output and run the response, keeping the output of the generator at the 
same level. The curve can be plotted in db or watts as indicated on the output meter. 


When desired, the AA-1 output meter can be used.with an external load such as a speaker, a low 
impedance line or an external resistance. When this is done, the instrument is bridged across 
the output leads at the external load or at the amplifier output, with the LOAD selector switch 
set to EXT. load and to the proper impedance. Readings obtained will then be exactly the same 
as if the internal load resistance were used. The switch must be set to the proper impedance 
however, for the same compensating resistors are used with the external load. Proper indica- 
tion of power cannot be obtained at Hela clr a other than 4, 8, 16 600 Q. 
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The instrument can be left bridged across a line without indicating, if necessary, by placing the 
LOAD selector switch in the HI-Z position. This disconnects the VTVM from the circuit, leav-— 
ing only the compensating resistors connected across the load circuit. 


CAUTION: The LOAD selector switch should never be rotated when energy is applied to the anal- 
yzer input. If it becomes necessary to change impedance settings, the input to the amplifier 
under test should be killed, or the amplifier turned off. Damage to the meter needle due to 
violent slamming against the stops will be avoided if this precaution is observed. 


Highly accurate monitoring of output level for recording or program feed purposes canbe accom- 
plished by connecting the analyzer across the amplifier output leads and setting the LOAD selec- 
tor switch to the proper impedance under EXT. load. Circuit ballistics are such thatthe instru- 
ment makes an excellent db meter. 


Set up of cross-over networks in multiple speaker systems is easy using the power scales of the 
AA-1. A variable frequency audio oscillator should be connected to the audio amplifier input, and 
the analyzer to the output of one of the crossover network sections. All remaining sections should 
be loaded with speakers or resistors. Set the LOAD switch to the appropriate network impedance 
under INT. load and run a response on the network, noting the output level. Next, the analyzer 

is connected across another section, returning the original load to the section previously tested 
and the procedure repeated. A very useful picture of network performance can be obtained in 
this manner. 


-If complex waveforms are to be measured, the information under USING THE AC VTVM should 
be observed. 


Occasionally it may be necessary to measure power at levels higher than 50 watts, especially 

when public address systems are being tested or serviced. Power measurements up to 100 watts 

continuous or 200 watts intermittent can be made by dissipating a major portion of the powér 
_ externally. Four resistors of the same value as the amplifier output impedance are required, 

one of which is one of the internal resistors in the AA-1. The power ratings of the other three 
resistors should be at least 25 watts and non-inductive types are recommended. Two of the res- 
istors should be connected in series and the other external resistor connected in series with the 
internal load resistor in the analyzer. The twocombinations should be connected in parallel, as 
shown in Figure 16. Set the LOAD selector switch to the same value of resistance as the ext- _ 
ernal resistors under INT. LOAD. Read the power on the appropriate meter scale and multiply 
the reading by 4 to obtain the true power output reading. One quarte?’ of the total power will be 
dissipated in each resistor, so the readings will be justas accurate as if the amplifier were fed 
directly into the peers 


AMPLIFIER ~ 
OUTPUT 
i6.a 


Figure 16: 


Example: The amplifier has a 16 2 output. Three 16 2 25 watt resistors will be connected as 
shown and the LOAD switch set to 16 2 under INT. LOAD. Turn on the amplifier and note the 
meter reading. Assuming that the meter reads 20 watts, the amplifier output will be 4 x 20 watts , 
or 80 watts. If the amplifier has a4 or 8 Q output, 4 or 8 2 resistors will be used and the LOAD 
switch set to the same value as the external resistors and the amplifier impedance. 
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USING THE INTERMODULATION ANALYZE 


The IManalyzer section of the AA-1 is designed to function in accordance with the standard test 
conditions as formulated by the Society of Motion Picture Engineers (SMPE). Flexibility of the 
instrument permits a variety of other sets of conditions to be used. 


Standard conditions require a signal.output from the generator to consist of a low frequency sig- 
nal and a high frequency signal, in a ratio of 4:1 and this is obtained as follows: 


Place the FUNCTION switch in the LF HF TEST position, the RANGE switch in a position indic- 
ating a voltage approximating that to be used and the TEST switch to LF TEST. Advance the 
GENERATOR OUTPUT control to give the desired amount of voltage. Next, switch TEST to HF 
TEST and advance the HIGH FREQUENCY LEVELcontrol to givea reading just 174 of the reading 
obtained on LF TEST. Return the TEST switch to OPERATE, as the proper ratio is now set. 


Example: LF TEST is set to . volts on the 3 volt range. HF TEST will be set to.5 volts on the 
same range. 


Other voltages can be setin the same ratio, using whatever is needed to drive the amplifier under 
test to the desired output. Adjustment of output voltage can be done over a fairly wide range, 
using the LF HF GENERATOR OUTPUT control without changing the ratio substantially as long 
as the HIGH FREQUENCY LEVEL control is not touched. 


Connect the output terminals of the analyzer to the amplifier input. If the output control cannot 
be adjusted to the desired input level of the equipment under test, additional attenuation may be 
inserted. Note that the generator output impedance is 3000 2. Shunting the output terminals 
with a 750 2 resistor will result in a net output impedance of 600 2. 


Connect the output terminals of the amplifier under test to the AA-1 input and set the LOAD switch 
to the proper load impedance (4, 8, 16 or 600 2 if used at the output of an amplifier, HI-Z if 
used for stage by stage analysis). The output level may be determined by switching to OUTPUT 
or YVTVM on the FUNCTION switch. Next, place the FUNC TION switch in the SET LEVEL posi- 
tion and the RANGE switch to the point indicated by the line between the two switches (3% IM). 
Advance the IM ANALYZER INPUT control to the "set level’ mark on the meter. Place the 
RANGE switch in the 30% IM position and rotate the FUNCTION switch to %IM. Read the dis- 
tortion figure on the appropriate meter scale (0-10 scale for 1,410 and 100% and 0-3 scale for 
3 or 30%). Move the RANGE switch to the right or left as needed to give a satisfactory indication. 


Note that the frequency response of the equipment under test must be reasonably flat between the 
limits of the low and high frequency signals used, to prevent misleading indications. Also notice 
that the equipment under test may range all the way from a single component part to a complex | 
device such as a speech amplifier-modulator-transmitter-monitor chain, or wire or tape re- 
corder-playback amplifier system. 


Phonograph pickups and preamplifiers may be checked by using standard IM test records, pro- 
vided that the signal frequencies and level ratios are within the limitations of the analyzer sec- 
tion as described under circuit specifications. 


THEORY OF INTERMODULATION 


For any device involving input and output signals, a plot of the instantaneous input and output 
signals will give an input-output characteristic. ’ 


a 


For exact reproduction in electronic amplifiers, it is readily evident that a linear characteristic 
is necessary. 


The inherent curvature of tube characteristics and non-linearity of other circuit elements, such 
as transformers; make a linear I-O characteristic not readily obtainable. 
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Although generally a very small portion of the characteristic may 
be considered substantially linear, at increased signal input levels 
additional curvature gives cause to a condition known as overload. 


Curvature of the I-O characteristic gives rise to distortion which 

‘is known as "non-linear distortion."' There are three methods 
‘presently used for determining this non-linear distortion: the 
harmonic distortion test, the intermodulation test by the SMPE 
method and the intermodulation test by the CCIF method. 


The harmonic distortion test measures the amplitude of the indiv- 
idual or combined harmonics generated by the equipment under 
test, when a pure Sine wave Signal is applied. The result is ex- 
pressed as a percentage of the pure signal. Figure 17 


The SMPE method measures the interaction of two pure sine wave Signals of different frequen- 
cies when passed through the equipment under test. This method uses standard test conditions 
as prescribed by the SMPE and the result is expressed asa modulation percentage of one signal 
upon the other. 


The CCIF method uses a similar principle under a different set of standard test conditions. 


While these three methods all express their findings in"percent distortion,''there is no evidence 
to substantiate one method better or more complete than another, noris there any fixed relation- 
ship between the percentage figures obtained by the three methods. © 


It should be further pointed out thatit is impossible to predict froma harmonic distortion meas- 
_urement what percentage of intermodulation distortion maybe presentin a system. Conversely, 
a system relatively free of intermodulation distortion might conceivably generate moderate 
amounts of harmonic distortion at specific frequencies.. 


Essentially, two-signal operation of a device with a non-linear I-O characteristic results in 
modulation of one signal by the other signal. This modulation produces sidebands adjacent to the 
signal acting as carrier. 


To illustrate, assuming input frequencies of 60 and 3000 cycles, non-linear operation, would 
cause 60 cycle modulation of the 3000 Se signal, resulting primarily in an output containing 
the following frequencies: 


60 cycles 3000 + 60 = 3060 cycles 
3000 cycles 3000 - 60 = 2940 cycles 


The inherent harmonic distortion pateed by non-linear operation resultsin additional IDOE 
Second harmonic distortion, for instance, adds the following frequencies: 


2 x 60 = 120 cycles 2 x 3000 # 60 = 6060 cycles 
2 x 3000 = 6000 cycles . 2 x 3000 - 60 = 5940 cycles 
3000 + 2 x 60 = 3120 cycles 2 x 3000 + 2 x 60 = 6120 cycles 
3000 - 2 x 60 = 2880 cycles 2 x 3000 - 2 x 60 = 5880 cycles 


_ The harmonic distortion of a single frequency signal results in addition of harmonics to the orig- 
inal signal. In speech and music, this would result in a change in timbre or tone color. 


The intermodulation distortion of multi-frequency signals results in addition of harmonically 
unrelated frequencies. As these additional frequencies are clustered around the original fre- 
quencies, they tend to blur the original signal. The location in the middle and upper region of 
the audible spectrum, at which the sensitivity of the human ear is high, makes these additional 
frequencies distinctly por ens although their relative amplitude may be small. 
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The more seriously audible effects of IM distortion make its measurement highly urgent in 
equipment intended for use in conjunction with audible reproduction of multi-frequency signals. 


USE OF THE VOLTMETER FOR MULTIPLE FREQUENCY MEASUREMENTS 


It should be noted that the two-frequency signal used for IM testing alters the generally accepted 
relationship between the RMS, average and peak values, which only hold true for a single sine 
wave. In the case of a single frequency signal, the meter will indicate the RMS value, while 

_ responding to the average value of the signal. In the case of the complex waveform of a two- 
frequency signal, the meter will respond to the average value of that signal, but the altered re- 
lationship between average and RMS values will cause a discrepancy in the indication. Such 
discrepancies will Berean not be importantly large. 


However, the difference in pane value of single and two- frequency signals that give equal meter 
indications may be quite substantial. 


To enable suitable correlation of the measurement of various characteristics, such as harmonic 
distortion, IM distortion and square wave response, it is frequently found desirable to establish 
reference levels of voltage or power based on the peak value. 


To properly evaluate the non-linearity of the I-O characteristic by different methods, the same 
portion of that characteristic should be used in each of the methods. Peak value indicates the 
maximum excursion of the signal on the I-O characteristic without regard to waveform. Thus, 
proper correlation may be obtained through the use of peak values. 


Since most measurements are made with single frequency signals, and output levels are custom - 
arily expressed in RMS voltage or power, the levels of non-sinusoidal signals are frequently 
converted to equivalent RMS single frequency levels. 


Thus, the RMS value of a two-frequency signal may be 8 volts, but because of the waveform the 
peak value may be as great as encountered in a single frequency signal of 10 volts RMS. This 
10 volt level is called the "Equivalent single frequency RMS value. "' 


For power levels calculated on the basis of the meter reading, the factor should be approximately 
1.25 x 1.25 or 1.56. For voltage ratios other than 4: 1, the proper voltage factor is most readily 
determined through comparison of the meter reading and the peak value observed on an oscillo- » 
scope. 

USING THE ENTIRE INSTRUMENT 
Up to this point, each section of the instrument has been treated individually, pointing out the 
various functions and some uses for each function. In actual practice, all of these measure- 
ments can be made, one right after the other, without altering the connections between the equip- 
ment under test and the Audio Analyzer in any way. An example of a typical test run follows, 
and a diagram is furnished to illustrate the method of connecting equipment together. 


AMP 


AA-| 


, OUTPUT 


Figure 18 


To start the set-up, output from the analyzer is connected to the amplifier or preamplifier input , 
using the test leads furnished. The other set of test leads is connected to the amplifier output , 
usually at the loudspeaker terminals unless a high impedance circuit is to be tested. 
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Assuming an amplifier with a 162 output, the output leads will be connected to the analyzer in- 
put, with ground of the amplifier to ground of the analyzer. The LOAD switch will be set to 16 
© under INT., the FUNCTION switch to OUTPUT, RANGE switch to 150 watts, TEST switch to 
LF TEST or HF TEST, depending on whether 60 or 6000 cycles is desired for measuring pur- 
poses. Output is adjusted to a satisfactory level with the OUTPUT control. The amplifier gain 
or the analyzer OUTPUT control is advanced until a reading is obtained. Maximum power output 
is evident when the meter needle stops going upscale with increasing input or shows a slight dip 
before going on upscale. This reading gives the maximum power output available from the am- 
plifier and provides a reference reading in db for the next measurement, noise. Output from 
the generator is killed by either removing the jumpers between the LOW FREQ. and HIGH FREQ. 
binding posts or by connecting jumpers between each of the sets of connectors and one of the 
ground terminals on the analyzer. Noise readings will be obtained by decading down on the 
RANGE switch until a readable indication is evident. Subtracting the lower db reading from the 
higher will give the noise level in db below full output. If the amplifier is exceptionally quiet 
it may be advantageous to reset the amplifier to max. output and switch to the analyzer VTVM 
function and repeat the procedure. Accurate readings will be obtained in either manner. 


To test IM, the FUNCTION switch is set to LF HF TEST and the4:1 ratio established at the de- 
siredlevel. The TEST switch is then set toOPERATE and the FUNCTION switch toSET LEVEL 
with the RANGE switch in the indicated position. Adjust the meter needle to the''set level" mark ; 
by advancing the ANALYZER INPUT control and then switch to %IM on the FUNCTION dial and 
read %IM directly, advancing the RANGE switch if necessary. 


Note that all measurements were made with the same connections between units and an accurate 
analysis of amplifier performance made in a minimum of time. Many additional measurements 
can be made with the use of a separate audio oscillator, such as frequency response, power res- 
ponse, etc. If a separate generator is used, the output terminals of the analyzer are not em- 
ployed, except for IM measurements. | 


IM measurements at frequencies other than furnished by the analyzer can be made with an audio 
oscillator. If different low frequencies are desired, the jumper between the LOW FREQ. binding 
posts should be removed and the separate oscillator connected between the IN post and ground. 
(CAUTION: Do not touch the left hand LOW FREQ. post when the jumper is removed or when 
the test switch is in the HF TEST position. Approximately 50volts AC is on this terminal under 
these conditions. While not dangerous, the shock can be annoying.) Level adjustment can be 
accomplished as before, using the TEST switch. In some cases, it might be desirable to connect 
a small value resistor between the generator and the analyzer input, especially if the generator 
has a very low impedance output. Different high frequencies can be used by removing the jumper 
between the HIGH FREQ. terminals and connecting the generator between the IN terminal and 
ground. To avoid interference from the oscillator in the analyzer, it is usually advisable to con- 
nect a jumper betweenthe right hand HIGH FREQ. terminal and ground, rotating the HIGH FRE- 
QUENCY LEVELcontrolto its maximum clockwise position. If different high or low frequencies 
are used, they must be kept within the limits of the high and low pass filters in the analyzer as 
_ Outlined on the specification page in the front of'the manual. . 


ACCURACY > 


The accuracy of the meter movement is within 2% of full scale. Precision resistors used in the 
divider circuits are held within 1%. Some slight error may be introduced by the circuit itself. 
-Finalaccuracy of the VTVM and output meter should be within 5% of full scale at the calibrating 
frequency. For the IM analyzer, accuracy of thereadings obtained depend largely on the care 
used in the calibrating process. If properly calibrated, the accuracy may be expected to fall 
well within 10%. 


‘In actual practice, inaccuracies do not usually fall in the same direction, consequently .some 


tend to cancel out others. Therefore, it should be expected that the accuracy of-the AA-1 will 
fall well within the described limits. 
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- ACCESSORY INSTRUMENTS ‘ 


A stable, high sensitivity, wide band oscilloscope is very useful for all types of audio work. 
Some uses have already been outlined in this manual and many other applications can be found 
as outlined in many books on the subject, as well as magazine articles. A scope is especially 
useful for determining overload points in various stages, phase shift, instability and balance. 


Many additional useful measurements can be made witha stable, wide range audio oscillator. 
An audio generator of some type is required to make frequency and power response runs and to 
analyze unusual phenomena at specific frequencies. It is quite important that the distortion and 
output impedance be quite low. ; 


As mentioned previously, an amplifier with excellent IM characteristics may still have a fairly 
high harmonic distortion content. Use of a Harmonic Distortion Analyzer along with the AA-1 
insures completely clean performance from an amplifier, once set up properly. 


DC voltage measurements are always important in the adjustment and servicing of audio equip-' 
ment. A 20,000 2 per volt multimeter is very handy and will not load the circuit under test ex- 
cessively. Where measurements must be made in high impedance circuits, a VTVM is recom- 
mended. Loading is kept at anabsolute minimum with this type of instrument and true indications 
will always exist. 


Many instruments with the qualifications listed above will be foundin the Heathkit catalogs, flyers 
and advertisements. Every possible effort has been made at the Heath Company to provide the 
audio enthusiast and serviceman with a wide variety of high quality, low cost test equipment for 
a large number of applications. 


IN CASE OF DIFFICULTY om . 

1. Recheck the wiring. Trace each load in colored pencil on the pictorial and schematic as it 
is followed in the instrument. Most cases of difficulty result from wrong connections. Often 
having a friend check the wiring will reveal a mistake consistently overlooked. 

2. If possible, compare tube socket voltages with those shown on the voltage chart, Figure 19. 
The readings should be within 20% of those tabulated, if a vacuum tube voltmeter is used. 
Other type meters may give lower readings due to loading effects. If the voltage fails to 
compare with the value shown, check further into the circuit involved by checking the var- 
ious components (resistors, tubes, condensers, etc. ). 


VOLTAGE CHART 
All readings are taken with a Heathkit 11 megohm vacuum tube voltmeter. All readings are DC 


voltages measured to chassis, unless otherwise specified. Variations up to 20% are normal and 
do not indicate trouble in most cases. 


D 
E 250-300 * 
6X4 VAC 
FILTER CONDENSER | am - 275 


NC - no connection to this contact. Fil. - voltage between two terminals so marked 
NS - not significant. approximately 6.3 volts AC. 

*Voltage between pins 2 and 5 - 115 volts AC. Line voltage - 115 volts 60 cycles. 

Readings were taken under the following conditions: LOAD at HI-Z, FUNCTION at VTVM, 
RANGE at 300 V, TEST at OPERATE and LEVEL and OUTPUT CONTROLS fully counterclock- 
wise. 


Carefully recheck the color codes on resistors, condensers and transformer leads. If there is 
a question concerning the color of a transformer lead, scraping the ee On lightly with a knife 
may help to identify the color quickly. 


Some common troubles are listed below along with trouble shooting procedures which may be 
helpful in locating the source of difficulty. 


INSTRUMENT COMPLETELY INOPERATIVE 

If the instrument fails to aperate, check the tubes to see if the filaments are lit. If there is no 
evidence of heating, measure across the end of the AC line inside the chassis. Lack of AC en- 
ergy at this point indicates either an open line cord or imperfect connection at the outlet. The 
AC cord can be checked quickly with an ohmmeter. When voltage is obtained at this point, the 
voltmeter should be moved to connect across the black and black-red power transformer prim- 
ary leads. No voltage at this point when the power switch is turned on indicates a defective 
switch on the back of the INPUT control or a wiring error. 


Should voltage be present at all points in the 110 volt AC circuit, a shortin the filament or rect- 
ifier plate or cathode circuits can be suspected. Carefulvisual inspection will usually reveal the 
source of trouble. If not, all tubes should be removed and the power transformer disconnected 
from the circuit. Ohmmeter checks for wiring shorts can then be made and the power trans- 
former checked for open windings. 


AC VTVM INOPERATIVE 
If the VTVM will not operate, it will be impossible to get anyindication from the other functions | 
of the analyzer. Therefore, the VTVM should always be checked first when the entire instru- 
ment fails to operate properly. 


Check the FUNCTION and RANGE switches against the pictorials and schematic to make sure the 
switches are constructed properly and all connections to these switches for proper order and 
short circuits. Special attention should be given to the shielded leads, for a practically invisible 
piece of braid can short against the center conductor, completely shorting out all signal. Once 
sure that the switching is all right, checks should be "made at pins 1 and 6 of socket A, and pin 
6 of B to see if proper B+ is present. Checks should also be made at pins 7 of A and 7 of B to 
make sure B+ is not present. Any positive potential at these points indicates a leaky coupling 
condenser. Calibrate control Q should be measured with an ohmmeter to make sure continuity 
exists. Check the 12AT7 and 12AU7 tubes, giving Special attention to heater-to-cathode leakage 


in the 12AT’7. 


Consistent full scale reading of the meter indicates that the VTVM is oscillating. Careful re- 
dress of leads and components will usually clear this up. Rotate control Q rapidly back and forth 
a fewtimes to insure good contact and at the same time, make sure too much feedback does not 
exist. Thisis done by rotating the control to its full counterclockwise position before attempting 
to calibrate the VTVM. Also check the 2 uwfd coupling condenser for excessive leakage. 


Downscale readings on the meter indicate that the crystal diodes have been installed backwards. 
Proper readings will be obtained by reversing the connections to the meter, or reversing all of 
the diodes, whichever is more convenient. . 
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If there is a reason to suspect the meter or meter rectifiers, they can be checked as follows: 


Disconnect one end of each crystal diode from the circuit and connect an ohmmeter.across each 
one in turnand note the reading. Next, reverse the connections tothe diodes and note the reading 
again. The back to front ratio should be at least 50:1 or the diode is defective and should be 
replaced. To check the meter movement, connect a 10,0002 resistor to either meter terminal, 
disconnecting one of the circuit leads at the same time. Connect a single 1.5 volt flashlight bat- 
tery to one side of the meter and the resistor, observing polarity. No deflection of the meter 
needle indicates an open or defective movement. DO NOT connect an ohmmeter or battery dir- 
ectly across the meter terminals, since this will burn the movement out almost immediately. 


OUTPUT METER INOPERATIVE 
If the VI'VM will operate but the instrument will not measure power output, the trouble must lie 
in the switching. Attention should be given to the LOAD and FUNCTION switches to make sure 
the switches and connections are correct. All precision resistors on the LOAD switch should 
be checked out, as well as the 158.2 KQ unit connecting to the FUNCTION switch. Inspect ter- 
minal strip K for short circuits as well as the shielded cables involved. 


IM ANALYZER INOPERATIVE 


A high-gain hi-pass amplifier is used in the IM section and any flaw in the amplifier will cause 
improper performance. Check the 12AX7 tube and if possible, substitute another for comparison 
purposes. Inspect all terminal strips, shielded cables and tube socket pins for shorts between 
terminals and to ground. Make sure the proper filter choke is installed at the correct location 
and connected properly. Check chokes for continuity. 


Sometimes a signal tracing technique can be used to isolate the trouble to one stage. First, 
connecta test lead between the output of the analyzer and the input and set a 4:1 ratio of the int- 
ernal generators just as if actual IM measurement were to be made. Set the FUNCTION switch 
to SET LEVEL and the RANGE switch to the appropriate position. Make sure the TEST switch 
is in the OPERATE position. Advance the IM ANALYZER INPUT control slowly and note whether 
or not any reading is evident. If a full scale reading can be obtained, the trouble lies in the 
12AU7 stage and after. If not, something in the 12AX7 stage is at fault. 


Assuming the 12AX7 stage is imperfect, a simple test can be made as follows. Switch FUNC- 
TION to VITVM, LOAD to HI-Z and advance the INPUT control about 1/4 or 1/2 open.: Connect 
one test lead between the output terminal and terminal strip K3. Connect another test lead to 
the input and the other end to socket C2. An AC reading should be evident. If necessary, rotate’ 
the INPUT, OUTPUT and RANGE controls for a satisfactory reading. Use low levels to avoid 
overloading. Next, connect the input lead to Cl and observe the reading. It should be consid- 
erably higher than at C2. (CAUTION: High voltages are present in these circuits. Proceed 
with due care.) If everything is all right at this point, connect the input lead to C7. The reading 
should be somewhat lower thanatC1. Thenexttest point is at C6. Look for a higher reading once 
again. Next is B2 which should be approximately the same as C6. Readings up to this point ind- 
icate that the high gain amplifier is operating properly. Final check is made by connecting the 
test input lead to terminal strip H4. Signal should be present, but at considerably lower amp- 
litude. No signal indicates a shorted cable or terminal strip, or possibly a defect at control Z. 


Proper indications to this point would seem to indicate that trouble lies in the low-pass filter. 
To test this, place the TEST switch in the LF TEST position and cannect the output lead to B2. 
Other control settings willremainas before. Connectthe input test lead to B2 and note the level. 
Next, connect the input lead to B3. The level should be slightly lower than at B2. The next 
check points in order are terminal strips H3, Hl and G1 with approximately the same or slightly 
lower readings being evident at each terminal in order. A sudden drop in level at any point ind- 
icates a possible short circuit on the associated terminal strip or some defect SE the FUNC - 
TION switch. 
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INTERNAL GENERATORS INOPERATIVE OR DEFECTIVE 


Lack of 60 cycle energy at the output can most likely be traced to terminal strip L and its assoc- 
iated components. Make sure that all components are all right and that proper connections have 
been made between L and socket E and L and the TEST switch. Check the LOW FREQ. binding 
posts for short circuits, making sure the Shoulder insulating washers are properly centered. 
Inspect the TEST switch and associated connections carefully. 


No high frequency output indicates a defect around the 6C4 tube, socket D, terminal strip J, the 
HIGH FREQUENCY LEVEL control and its associated shielded wire, the TEST switch or the 
HIGH FREQ. binding posts. Oscillation can be checked for by setting up the analyzer as a HI-Z 
VTVM as before and connecting the input test lead to J4. Lack of AC voltage indicates that there 
is no oscillation and checks of the tube, oscillator coil (continuity) and components are in order. 
If energy is present, check ali other components mentioned above. 


The 6000 cycle frequency specified for the high frequency oscillator is not necessarily exact 
since variations in components will cause corresponding variations in frequency. While it is 
likely that the frequency can be adjusted by changing condensers etc., this procedure is not nec- 
essary. Frequency variations will in no way alter measurement accuracy as long as the fre- 
quency remains within the limits of the high pass filter. fen 


The OUTPUT control is common to both generators and can be suspected if there is no output 
from either generator at any time, regardless of the position of the TEST switch. Insulation on 
the output terminals should also be checked, for a short at this point will completely disable the 


output. . 
REPLACEMENTS 


Material supplied with Heathkits has been carefully selected to meet design requirements and 
ordinarily will fulfill its function without difficulty. Occasionally improper instrument opera- 
tion can be traced to a faulty tube orcomponent. Should inspection reveal the necessity for re- 
placement, write to the Heath Company and supply all of the following information: : 


A. Thoroughly identify the part in question by using the part number and description found in 
the manual parts list. : 

B. Identify the type and model number of kit in which it is used. 

C. Mention the order number and date of purchase. 

-D. Describe the nature of defect or reason for requesting replacement. 


The Heath Company will promptly supply the necessary replacement. Please do not return the 
original component until specifically requested to do so. Do not dismantle the component in ' 
question as this will void the guarantee. If tubes are to be returned, pack them carefully to 
prevent breakage in shipment as broken tubes are not eligible for replacement. This replace- 
ment policy does not cover the free replacement of parts that may have been broken or damaged 
through carelessness on the part of the kit builder. 


SERVICE 


In event continued operational difficulties of the completed instrument are experienced, the fa- 
cilities of the Heath Company Service Department are at your disposal. Your instrument may 
be returned for inspection and repair for a service charge of $5.00 plus the cost of any addi- 
tional material that may be required. THIS SERVICE POLICY APPLIES ONLY TO COM- 
PLETED INSTRUMENTS CONSTRUCTED IN ACCORDANCE WITH THE INSTRUCTIONS AS 
STATED IN THE MANUAL. Instruments that are not entirely completed or instruments that 
are modified in design will not be accepted for repair. Instruments showing evidence of acid 
core solder or paste fluxes will be returned not repaired. 
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The Heath Company is willing to offer its full cooperation toassist you in obtaining the specified 
performance level in your instrument. Factory repair service is available for a period of one 
year from the date of purchase or you may contact the Engineering Consultation Department by 
mail. For information regarding the possible modification of existing kits, the volumes listed 
in the Bibliography section are recommended. They can be obtained at or through your local 
library, as well as at any electronic outlet store. Although the Heath Company sincerely wel- 
comes all comments and suggestions, it would be impossible to design, test, evaluate and as- 
sume responsibility for proposed circuit changes for specific purposes. Therefore, such mod- 
ifications must be made at the discretion of the kit builder according to information which will 
be much more readily available from some local source. 
SHIPPING INSTRUCTIONS 

Betore returning a unit for service, be sure that all parts are securely mounted. Attach a tag 
to the instrument giving name, address and trouble experienced. Pack in a rugged container , 
preferably wood, using at least three inches of shredded newspaper or excelsior on all sides. 
DO NOT SHIP IN THE ORIGINAL KIT CARTON AS THIS CARTON IS NOT CONSIDERED 
ADEQUATE FOR SAFE SHIPMENT OF THE COMPLETED INSTRUMENT. Ship by prepaid 
express if possible. Return shipment will be made by express collect. Note that a carrier 
cannot be held liable for damage in transit if packing, in HIS OPINION, is insufficient. 


SPECIFICATIONS. 


All prices are subject to change without notice. The Heath Company reserves the right to dis- 
continue instruments and to change specifications at any time without incurring any obligation 
to incorporate new features’in instruments previously sold. | 


WARRANTY 


The Heath Company limits its warranty of parts supplied with any kit (except tubes, meters and 
rectifiers, where the original manufacturer's guarantee only applies) to a period of three (3) 
months from the date of purchase. Replacement will be made only when said part is returned 
postpaid, with prior permission and in the judgment of the Heath Company was defective at the 
time ofsale. This warranty does notextend to any Heathkits which have been subjected to mis- 
use, neglect, accident and improper installation or applications. Material supplied with a kit 
shall not be considered as defective, even though not in exact accordance with specifications, if 
it substantially fulfills performance requirements. This warranty is not transferable and ap- 
plies only to the original purchaser. This warranty is in lieu of all other warranties and the 
Heath Company neither assumes nor authorizes any other person to assume for them any other 
liability in connection with the sale of Heathkits. 


The assembler is urged to follow the instructions exactly as provided. The Heath Company as- 
sumes no responsibility or liability for any damages or injuries sustained in the assembly of 
the device or in the operation of the completed instrument. 
HEATH COMPANY 
Benton Harbor, Michigan 


BIBLIOGRAPHY 


It is impossible to discuss all the various aspects of the AC Voltmeter, Output Meter and Jnter- 
modulation Analyzer in this construction manual. The following list of articles, while quite in- 
complete, may aid you in obtaining further information.. 


Instrument for Intermodulation Measurements; Electronics, p. 134, March 1948 
Intermodulation Testing; Wireless World, June 1951 

Intermodulation Analyzer for Audio Systems; Audio Engineering, July 1950 

Simplified Intermodulation Measurements; Audio Engineering, November 1950 

Linearity Tests With an Oscilloscope; Radio and Television News, June 1950 

The Measurement of Non-Linear Distortion; General Radio Co. Technical Publication B-3 
Vacuum Tube Voltmeters, 2nd Edition, Rider, J. F. 

An Electronic A.C. Voltmeter; Radio and Television News, February 1951 

A Vacuum Tube Voltmeter for Audio Frequencies; Electronics, December 1940 
Vacuum Tube Voltmeter Using Feedback; Electronics, September 1938 
Practical Sound Engineering; Radio and Television News, May 1951 
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PART PARTS DESCRIPTION PART PARTS DESCRIPTION 
No. Per Kit No. Per Kit 
Resistors | Controls-Switches 
1-1 2) ail $2 x 10-9 1 10 KQ control 
1-11 2 1500 2 0-1) i) 90 KQ control 
1-13 1 2700 2 10-14 1 250 KQ control 
1-16 3 4700 Q 10-27 1 3000 22 control 
t-20 4 10 KQ 11-16 1 40 Q wire wound control 
131 1 15 KQ 19-20 1 1 megohm control w/switch 
L-22 4 22 KQ 63-32 il 1 pole 3 pos. Test switch 
1-25 2 47 KQ 63-90 1 2 pole 5 pos. Function switch 
1-26 4 100 KQ 63-91 1 2 pole 9 pos. Load switch 
1-32 1 390 KQ 63-93 1 1 pole 10 pos. Range switch 
1-35 2 1 megohm Pe 
1-40 2 10 megohm Meter-Diodes 
1-71 1 4.7 megohm 407-29 1 Meter 
1-7A 1 47 KQ 1 watt 06-2 | 3 Crystal diode 
1-26A 1 15 KQ 1 watt 
Bae, 1 31.62 2 precision Transformer-Chokes 
2-23 1 68.38 & precision —646-4 1 Sh choke 
2-25 1 216.2 {2 precision 46-5 1 10h choke 
2-28 1 683.8 2 precision 51-5 ih Oscillator coil 
2-31 1 2162 2 precision 54-5 1 Power transformer 
2-33 1 6838 Q precision - 
2-39 1 21.62 KQ precision Sheet Metal Parts 
2-40 1 68.38 KQ precision 200-M73 1 Chassis 
2-42 1 216.2 K® precision 203-67F87 1 Panel 
2-45 i 683.8 KQ precision 204-M79 1 Resistor bracket 
2-49 1 3 megohm precision 205-M37 1 Shield plate 
2-89 1 158.2 KQ precision 211-1 1 Handle 
2-23A i] 800 2 precision 1 watt 90-24 1 Cabinet 
2-24A 1 2100 2 precision 1 watt. | 
2-29A 1 2900 2 precision 1 watt Pilot Light Assembly 
2-7B 1 4200 2 precision 2 watt 292-12 ii Nut 
3-1X i. 42 24watt ww non-inductive 412-1 1 #47 lamp 
3-2X% 1 8224 watt ww non-inductive 412-1 1 Jewel 
3-3X 1 16224 watt wwnon-inductive 434-22 1 Socket 
3-4X 1 638 224 watt ww non-inductive 455-1 1 Bushing 
Condensers Wire 
21-'t 1 33 uuf ceramic 89-1 1 Line cord 
21-9 1 100 wuf ceramic 206-4 1 length Spirashield 
21-13 3 500 puf ceramic 340-2 1 length Bare wire 
21-14 1 1000 puf ceramic 341-1 2 length Black test lead 3' 
21-28 1 10 puf ceramic 341-2 2 length Red test lead 3' 
21-33 1 3.3 wuf ceramic 343-1 1 length Shielded test lead 
23-2 8 '.005 uwfd molded 344-1 1 length Hookup wire 
23-17 1 2 ufd metalized tubular 346-1 1 length Spaghetti . 
23-33 3 .01 ufd molded 
23-61 6 .05 pfd molded. Sockets-Terminal Strips-Wafer-Knobs 
25-21 1 20-20-20-20 ufd 450 volt 431-10 1 3-lug terminal strip 
431-11 1 d-lug terminal strip 
Tubes 431-12 4 4-lug terminal strip 
- 411-4 1 6C4 — 431-14 2 2-lug terminal strip 
411-24 sal 12AT7 431-16 1 2-lug terminal strip 
4141-25 1 12AU7 434-15 2 7-pin tube socket 
A11-26 | 12AX7 434-16 3 9-pin tube socket 
411-64 1 6X4 462-19 7 Knob 
481-1 1 Condenser mounting wafer 


PART PARTS 
No. Per Kit 


DESCRIETION 


Binding Post Assemblies - Insulators 


70-2 

70-3 

73-1 
100-M16B 
100-M16R 
253-1 
293-2 
259-1 
427-2 

438-M8 


Hardware 
208-2 
250-2 
200-7 
250-8 
250-9 
250-19 
250-25 
250-38 
250-43 
252-1 
202-3 
252-4 
202-0 
202-7 
253-10 
253-19 
254-1 
254-2 
254-3 
254-4 
yAs\o ee 0) 
260-1 
261-1 
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Black plug sleeve 

Red plug sleeve 
Grommet 

Binding post cap, black 
Binding post cap, red 

#6 flat fiber washer 

#6 shoulder fiber washer 
#6 solder lug 

Binding post base 
Banana plug 


Spring clip 

3-48 screw 

6-32 x 3/16 screw 
#6 sheet metal screw 
6-32 x 3/8 screw 
10-24 screw 

4-40 screw 

10-32 flat head screw 
8-32 headless set screw 
3-48 nut 

6-32 nut 

8-32 nut 

10-32 nut . 

3/8-32 control nut 
Control flat washer 
#10 steel washer 

#6 lockwasher 

#8 lockwasher 

#10 lockwasher 

3/8 lockwasher 
Control solder lug 
Alligator clip 
Rubber feet 


Manual 
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